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Introduction 

Soot volume fraction (f) measurements are central to studies of soot growth and radiant transport processes within 
flames. 1 ’ 2 In the post- flame region, soot yield and specific extinction coefficient per unit mass of fuel consumed in addition 
to / are key quantities of interest. 3,4 Light extinction is widely used for measuring these quantities but possesses limita- 
tions. 5 Interpretation of extinction measurements to determine f v or soot yields rely on assumptions and uncertainties 
regarding soot properties. Varying experimental conditions can affect the contributions to the extinction measurement of 
absorption by PAH’s and scattering, hence these contributions are often neglected. 

Laser-induced incandescence (LII) has recently emerged as an alternative technique for determining/,. 6-18 In the LII 
technique, a pulsed high energy laser is used to heat soot to incandescence temperatures. With suitable spectral filtering 
and temporal collection, the emission from the laser-heated soot (which is blue-shifted and dramatically increased) may be 
distinguished relative to the non-laser heated soot and flame gases. Laser-induced incandescence (LII) offers significant 
advantages compared to extinction measurements in determining f v . LII has been shown to possess temporal resolution of 
10 ns for both point and planar measurements. 9-18 LII also is immune to absorption contributions by polycyclic aromatic 
hydrocarbons (PAH’s). Furthermore LII possesses geometric versatility as it is not a line-of-sight technique. 9 Recent 
applications have included gas-jet diffusion flames, 9,1 1,12,16 both fiber- supported and freely falling burning droplets, 10,17,18 
premixed flames 9 and measurements within diesel engines. 14,15 

Previous calibrations of the LII signal have compared LII signals from point measurements or limited spatial regions 
within diffusion flames where/ v was determined by prior extinction measurements. 10,1 1,12,15 Such calibration by compari- 
son introduces all of the uncertainties regarding the soot refractive index and scattering behavior to the Lll-determined / v . 
An ideal calibration of the LII signal should be independent of the soot refractive index and allow calibration over the entire 
imaged region for both one-dimensional and two-dimensional measurements. GS is used here to achieve calibration of LII. 

The technique of gravimetric sampling allows determination off independent of soot optical properties. 5 Gravimetric 
sampling (hereafter referred to as GS) consists of isokinetically sampling the soot at a known flow rate and measuring the 
mass of soot collected. Using the density of soot provided by helium pycnometry measurements, accurate values of the/ v 
can be determined. Notably, this/ v does not depend upon optical properties of soot and is insensitive to scattering effects 
and absorption by PAH molecules. GS has recently been used in the post-flame region for determination of the f v . 5 

Experimental Description 

Various beam imaging and/or sheet forming optics delivered light at 1064 nm from a pulsed Nd:YAG laser for use 
either as a beam of 3mm radius or as a laser sheet. Imaging measurements were performed with a gated intensified array 
camera equipped with a UV f4.5 lens and 40 mm extension tube. Point measurements were performed using an ultraviolet 
250 mm focal length lens to collect and focus the LII signal into a 1 meter long quartz optical fiber which directed the LII 
signal to a 1/4 meter monochromator. An aperture preceding the lens restricted the signal collection region to 1 cm along 
the laser beam at the center of the gravimetric chimney. Signals from the PMT were processed by a boxcar integrator 
whereas the images were captured digitally using a frame-grabber with 16 MByte of on-board memory. Both ‘point’ and 
planar measurements were made with detector gates of 250 ns to minimize possible morphology bias in collection of the 
LII signal. Additionally, the imaging measurements were performed with broadband spectral collection of the LII signal to 
maximize the signal and again minimize any potential effects of morphology dependent heating and/or cooling rates. 
Digital delay generators controlled the firing of the laser, detector gates and data acquisition. Neutral density filters were 
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Figure 2. — Dependence of LII signal upon f v at laser intensites of 
2.9 x 10 7 and 5.7 x 10 7 W/cm 2 with detection at wavelengths of 
450 and 550 nm using a 1 nm spectral bandpass. 


used for both sets of measurements to maintain signal levels within linear dynamic ranges of the detectors, the range being 
determined prior to experiments. 

Figure 1 illustrates the experimental layout. The GS tube and sampling technique have been previously described. 5 A 
rich mixture of acetylene/air with C/O ratios from 1.53 to 2.49 were used to produce the soot dispersion with mixing 
provided by swirling N2 flow through the two ports attached to the side of the steel chimney. A stainless steel tripper plate 
is also installed 17 cm from the base of the chimney to further promote mixing. Mass flow-controllers were used to meter 
all gas flows to the burner and GS chimney. A pyrex ‘top-hat’ equipped with baffles in the side arms provided optical 
access at the top of the GS chimney. Nitrogen was injected at approximately 20 ml/min outside of the baffle in each 
sidearm to prevent soot collection in the sidearms. For calibration measurements, the laser sheet intensity and imaging 
conditions were kept constant while a 0.78 mm outer diameter nozzle replaced the GS chimney for the turbulent ethylene 
diffusion flame. 


“Point” Characterization 

A disadvantage of single-point calibrations (using one value of f v and corresponding LII signal) performed to-date is 
that one value of / in a previously determined system is used as a reference for other applications. This value of f v or the 
corresponding LII signal may not fall within the dynamic range of the detector when adjusted for the application; hence 
either the calibration must be made with different detector gains or signals from the application must be attenuated to 
achieve comparison. Using the GS technique, the value of f v to serve as calibration may be adjusted either by varying the 
N2 swirl addition or C/O ratio of the flame. Such variation may allow multipoint calibration, enabling interpolation of f v 
values in applications and possible correction for detector nonlinearities. Preliminary measurements have shown that / y 
varies much more with C/O ratio than with changes in N2 swirl addition. 

For C/O ratios of 1 .53 to 2.49, we found / v , determined via gravimetric sampling, varied by over an order of magnitude, 
from 0.035 to 1 .5 ppm. Figure 2 compares the LII signal obtained at two different intensities of 2.9 x 1 0 7 W/cm 2 (referred 
to as low intensity, LI, in the Fig.) and 5.7 x 10 7 W/cm 2 (referred to as HI in the Fig.) at each of two detected wavelengths 
of 450 and 550 nm with bandwidths of 1 nm using the beam geometry. The curves are uncorrected for the spectral response 
of the detection system but the relative magnitudes of the signals are accurate. The error bars ( la) reflect the reproducibil- 
ity of themeasurements. Excellent linearity is observed at both detection wavelengths with each a laser intensities. 

Imaging Characterization 

To serve as a calibration device for imaging applications, both temporal and spatial uniformities of f v over the entire 
imaged region are critical. Single laser-shot LII images as shown in Fig. 3b-3d clearly reveal dramatic variations in the 
spatial distribution and magnitude of/ y . These images were obtained using a C/O ratio of 1 .99 and a N2 swirl addition of 
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Figure 4. — Contour plots of representing the temporal average of 10, 40 and 80 temporally uncorrelated LII images. 


20 slpm. An image of a metric ruler. Fig. 3a, (millimeter scale) placed in the LII image plane prior to measurements gives 
the spatial scale of the LII images (Fig. 3b-3d). While some LII images reveal a rather uniform / v , (Fig. 3d) others clearly 
do not (Fig. 3b-3c). Since the GS technique determines an absolute value of f v by sampling the soot containing gases for a 
period of several minutes, a similar temporal averaging approach can be applied to spatially resolved LII calibration im- 
ages. Figure 4 shows three contour plots, each representing an image obtained by averaging different numbers of tempo- 
rally uncorrelated single laser-shot LII images for the ‘worst case’ scenario of using no N2 swirl addition to promote 
mixing. The number in each panel indicates the number of images averaged to produce the image. The contours represent 
intensity levels between 150 and 250 in steps of 25. Rapid convergence to a fixed contour pattern is readily shown in this 
figure. This rapid convergence of the LII images validates use of path integrated light extinction measurements for calcu- 
lation of Ke (dimensionless extinction constant) values by comparison with the GS sampling technique 5 and supports the 
GS technique for obtaining a representative measure of/ v since the averaged LII images reveal small radial variation. 

The main purpose of the N2 swirl is to provide dilution, homogenize the soot and reduce the temperature of the soot 
dispersion in the post-flame gases. For purposes of imaging calibrations, different N2 flow rates mainly affect the degree 
of spatial uniformity of f v and hence the temporal averaging necessary to converge to a uniform calibration image. Larger 
N2 swirl additions led to generally more uniform images and consequently less temporal averaging was necessary to 
converge to a final pattern as judged from horizontal and vertical profile plots through the temporally averaged images 
obtained at different N2 swirls. With sufficient temporal averaging of individual LII images, each N2 addition rate with its 
rather different turbulence patterns led to similar LII intensity patterns. As illustration of the general uniformity of the 
central region of the soot field within the gravimetric chimney, Fig. 5 show a surface plot of an average of 80 single laser- 
shot LII images. A N2 swirl addition of 20 slpm was used with a C/O ratio of 1 .99 for the flame. General radially uniform 
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Figure 5. — Surface plot of the LII intensity of the average of 
80 single laser-shot temporally uncorrelated LII images 
obtained at a N2 swirl addition of 20 slpm and C/O ratio of 1 .99. 
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Figure 6. — Dependence of spatially averaged LII intensity 
detected by the camera with f v using two different laser 
intensities of 2.5 x 10 7 and 5.0 x 10 7 W/cm 2 . 


intensity is shown in this plot. Nonuniformities in the temporally averaged LII image, we believe, reflect intensity varia- 
tions in the laser sheet, transmission variation in the detection optics and gain variation within the camera rather than 
nonuniformities in / over the central region within the GS chimney. Such an image may then be used to correct for energy 
variation in the laser sheet and nonuniformities in the optical detection system. Such correction has only been performed 
to-date for visible and ultraviolet laser sheets for linear signal processes based on either fluorescence or scattering. 
Secondly, the similar and uniform profiles (as typified by Fig. 5) were observed at different N2 swirl additions suggesting 
that the fluctuations observed in/ y in single laser-shot LII images are indeed random and temporally uncorrelated. 

A pplication/Calibration 

To assign absolute / v ’s to an LII image, a calibration factor is needed relating pixel intensity to/ y . First, spatially 
averaged image intensities are calculated from a series of LII images (temporally uncorrelated) which were obtained at a 
laser intensity of 5.0 x 10 7 W/cm 2 . The average of these values is then equated to the value of f v determined by GS. Single 
laser-shot LII images illustrate a nonuniform and chaotic spatial and temporal variation in / y . A temporal average of 
individual LII images, however, rapidly converges towards a final uniform pattern in a time short compared with the GS 
sampling time (~30 individual LII images obtained at 10Hz compared to minutes of GS time) thus validating the assign- 
ment of / to the average pixel intensity obtained by spatially and temporally averaging several LII images. Averaging 
greater than 30 images in this manner assured invariance of the calculated average pixel intensity upon additional averag- 
ing. This calibration procedure was then performed for three different C/O ratios of 1.75, 1.99, and 2.23 with a N2 swirl 
addition of 20 slpm yielding gravimetrically determined fj s of 0.21 , 0.65 and 1.13 ppm respectively. Each measurement 
yielded an identical calibration factor within experimental error. The average of these three measurements was then used to 
assign soot ppm levels to pixel intensity values. 

Independent measurements testing the linearity of the camera detection system with f v were performed by varying the 
C/O ratio of the flame from 1.64 to 1.13 with resulting/ v values ranging from 0.078 to 1.13 ppm determined via GS. For 
each C/O ratio, the temporally and spatially averaged image intensity of a series of LII images was calculated as described 
above and is plotted in Fig. 6 versus the GS determined / y produced by that C/O ratio. A N2 swirl addition of 20 slpm was 
used for all measurements. Different neutral density filters were used to maintain the LII signal within the dynamic range 
of the camera. Linearity between the LII signal as detected by the camera and/ v using two different laser intensities of 2.5 
x 10 7 W/cm 2 and 5.0 x 10 7 W/cm 2 is demonstrated. 

Figure 7 shows a series of single laser shot images of a turbulent ethylene gas-jet flame (Re = 5000), at three different 
heights as indicated, above the nozzle. The images were selected as representative of a series of LII images taken at the 
different heights. A steel disc with an 8 mm diameter hole placed 9 mm above the nozzle anchored the gas-jet. The spatial 
scale is illustrated by the ruler at the bottom of Fig. 7c & 7f with markings in millimeters. Absolute / y ’s from the turbulent 
gas-jet flame were determined by the calibration procedure described earlier. The contour plots in Fig 7d-f represent / y in 
ppm. Only the high temporal and spatial capabilities of LII are capable of revealing the instantaneous detailed spatial and 
temporal variation of/ y . 
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Figure 7. — LII images (a-c) of a Re = 5000 turbulent ethylene gas-jet diffusion flame. The bottom of each image corresponds 
to positions of 9.5, 14.5 and 19.5 cm above the nozzle. The ruler at the bottom of panels c and f is in millimeters. The 
contour plots in panels d-f represent f v of the corresponding LII image in ppm, determined as described in the text. 
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Conclusions 


With appropriate spectral, spatial and temporal characterization of the soot field within the gravimetric chimney, the 
technique of gravimetric sampling offers a calibration method for point, one- and two-dimensional LII images. Such 
characterization of the temporal and spatial fluctuations in the soot field within the gravimetric chimney can only be 
provided by LII. Variation of f y of the soot field may be achieved by varying the C/O ratio of the flame. Such variation can 
allow for interpolation of LII signals from applications, allow calibrations for widely varying levels of f v and offers empiri- 
cal calibration for nonlinear detectors. The most significant advantage of the gravimetric sampling technique for calibra- 
tion of the LII signal is in obtaining values for f v independent of uncertainties in the refractive indices of soot. Accurate 
absolute calibration of the LII signal in conjunction with the temporal and spatial resolution of LII provides a tool for 
determination of f v in systems previously amenable only to temporally averaged quantities such as illustrated by the turbu- 
lent gas-jet flame. 
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